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NOMENCLATURE 

Sector  Angle  (prebend  angle  was  12.0  deg),  deg 

Center  of  Rotation,  in. 

Defines  the  type  of  measurement  and  the 
sampling  procedure 

1.  Laser  data  consisting  of  300  samples  at 
0.03  sec  between  points 

2.  Pressure  data  consisting  of  40  samples  at 
usually  1.0  sec  between  points 

Weighting  factor  for  the  time  constant  in  the 

2 

pressure  prediction  routine,  in.  / (lbf-sec) 

Laser  internal  light  meter  output,  mv 

Laser  receiver  power  meter  output,  mv 

Free  stream  Mach  number 

Angular  circumferential  station,  deg 

Free  stream  static  pressure,  psia 

Output  of  photomultiplier  detector  number  "n",  mv 

Measured  model  nose  local  stagnation  surface 
pressure,  psia 

Reference  pressure,  uHg 

Root-mean-square  of  the  curve  fitted  time  history 
of  the  pressure  with  respect  to  the  measured 
pressure-time  history,  psi 

Stilling  chamber  pressure,  psia 

Computed  stagnation  pressure  downstream  of  a 
normal  shock,  psia 

Model  surface  pressure,  psia 

Initial  pressure  measured  in  the  time  history 
of  the  stabilizing  model  surface  pressure,  psia 

Final  pressure  measured  in  the  time  history  of 
the  stabilizing  model  surface  pressure,  psia 

Ratio  of  LRPM/LILM  in  percent 

Reynolds  number  per  ft 
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Free  stream  static  density,  lbm/ft 

Blunt  nose  cone  radius  (0.375  in.),  in. 

Cone  surface  length  relative  to  the  blunt 
nose  stagnation  point,  in. 

Nitrogen  concentration  output 

Stilling  chamber  total  temperature,  °R 

Free  stream  velocity,  ft/sec 

Model  station  measured  from  theoretical  apex  of 
the  blunt  5  deg  cone,  in. 
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1 . 0  INTRODUCTION 


The  work  reported  herin  was  conducted  by  the  Arnold  Engineering 
Development  Center  (AEDC),  Air  Force  Systems  Command  (AFSC) ,  under 
Program  Element  65807F,  for  the  Director  of  Technology  (DOT)  at  AEDC. 

The  DOT  project  manager  was  Capt.  Ken  Leners  and  the  ARO,  Inc.  project 
monitor  was  Mr.  L.  L.  Price.  The  results  were  obtained  by  ARO,  Inc., 

AEDC  Group  (a  Sverdrup  Corporation  Company) ,  operating  contractor  for 
the  AEDC,  AFSC,  Arnold  Air  Force  Station,  Tennessee.  The  test  was  con¬ 
ducted  in  the  von  Karman  Gas  Dynamics  Facility  (VKF) ,  Hypersonic  Wind 
Tunnel  .(B)  during  the  period  January  16,  1980  to  February  12,  1980 
under  ARO  Project  No.  V41B-45. 

This  test  program  is  to  support  the  research  effort  entitled  "Laser 
Scattering  Applications."  The  research  effort  is  concerned  with  the 
development  of  laser  scattering  applications  to  be  used  in  satisfying 
future  AEDC  test  requirements.  One  task  in  this  research  effort  is  the 
development  and  application  of  advanced  laser  scattering  optical  systems 
to  measure  flow  field  properties  in  the  VKF  supersonic /hypersonic  wind 
tunnels.  This  experimental,  phase  of  the  program  will  be  used  to  provide 
the  data  needed  to  identify  the  particulate  concentration  and  size  dis¬ 
tribution  in  the  tunnel  flow.  Subsequently,  this  information  concerning 
the  tunnel  flow  particulate  characteristics  yill  determine  the  feasibility 
of  making  conventional  laser  velocimeter  measurements  in  the  VKF  wind 
tunnels  without  "seeding"  the  flow. 

• 

Therefore,  the  primary  objective  of  this  test  program  was  to  obtain 
laser-Mie  scattering  measurements  in  Tunnel  B  which  will  be  used  to  define 
flow  field  particulate  concentration  and  size  distribution.  In  an  attempt 
to  fully  utilize  this  tunnel  entry  and  the  effort  expended  to  install  the 
laser  optical  systems,  the  test  objectives  were  expanded  to  make  the  follow¬ 
ing  measurements  and  laser  scattering  measurement  applications.  Using  the 
laser  Raman  scattering  system,  measurements  were  obtained  for  use  in  defining 
the  local  number  density  (nitrogen  molecules  per  cu.  cm.)  in  the  free  stream 
and  downstream  of  the  bow  wave  of  a  blunt  5-deg  cone.  Using  this  same  laser 
scattering  system,  the  effects  of  tunnel  humidity  on  flow  field  measurements 
were  examined.  And  finally,  using  a  Fabry-Perot  interferometer  system,  the 
feasibility  of  making  velocity  measurements  based  on  a  direct  Doppler  shift 
measurement,  in  place  of  the  more  conventional  laser  velocimeter  technique 
requiring  tunnel  flow  seeding,  was  tested.  In  summary,  the  test  objectives 
included  an  evaluation  of  the  test  section  flow  properties  and  the  application 
of  various  scattering  measurement  techniques. 


These  tests  were  conducted  in  Tunnel  B  at  Mach  Number  8  over  the 
.Reynolds  number  range  of  0.5  to  3.0  million  per  foot.  Measurements  were 
obtained  with  and  without  the  dryers  in  the  wind  tunnel  circuit  which 
produced  a  maximum  (humidity)  dew  point  of  nominally  30°F  and  a  minimum 
(humidity)  frost  point  of  -60°F.  The  pressure  distribution  on  a  blunt 
5-deg  cone  (the  VKF  standard  calibration  body)  was  used  to  monitor  the 
tunnel  Mach  number. 
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The  observation  volume  of  the  laser  scattering  optics  was  positioned 
on  the  tunnel  centerline  in  the  center  of  the  test  section.  With  the  model 
injected,  this  observation  volume  fell  downstream  of  the  blunt  5-deg  cone 
bow  wave,  but  above  the  model  surface.  The  location  of  the  observation  yolume 
relative  to  the  model  was  varied  by  changing  the  vertical  position  of  the 
model.  At  each  test  condition,  a  set  of  laser  scattering  data  was  recorded 
with  the  model  retracted  and  injected  into  the  flow.  This  produced  test 
data  describing  the  flow  field  properties  in  the  free-stream  flow  and  then 
in  the  local  flow  field  above  the  blunt  5-deg  cone. 

This  report  describes  the  test  apparatus,  procedures,  and  data  re¬ 
duction  of  the  model  surface  pressures  and  the  millivolt  outputs  of  the 
optical  detectors. 

Inquiries  to  obtain  copies  should  be  directed  to  AEDC/DOT,  Arnold 
Air  Force  Station,  TN  37389.  A  microfilm  record  of  the  test  results  has 
been  retained  in  the  VKF  at  AEDC. 


2.0  APPARATUS 


2.1  TEST  FACILITY 

Tunnel  B  (Fig.  1)  is  a  closed  circuit  hypersonic  wind  tunnel  with  a 
50-in.  diam  test  section.  Two  axisymmetric  contoured  nozzles  are  avail¬ 
able  to  provide  Mach  numbers  of  6  and  8  and  the  tunnel  may  be  operated 
continuously  over  a  range  of  pressure  levels  from  20  to  300  psia  at  Mach 
number  6,  and  50  to  900  psia  at  Mach  number  8,  with  air  supplied  by  the 
VKF  main  compressor  plant.  Stagnation  temperatures  sufficient  to  avoid 
air  liquefaction  in  the  test  section  (up  to  1,350°R)  are  obtained  through 
the  use  of  a  natural  gas  fired  combustion  heater.  The  entire  tunnel 
(throat,  nozzle,  test  section,  and  diffuser)  is  cooled  by  integral, 
external  water  jackets.  The  tunnel  is  equipped  with  a  model  injection 
system,  which  allows  removal  of  the  model  from  the  test  section  while 
the  tunnel  remains  in  operation.  A  description  of  the  tunnel  may  be 
found  in  the  Test  Facilities  Handbook  (Ref.  1). 

2.2  TEST  ARTICLE 

The  blunt  5-deg  cone  pressure  model  shown  in  Fig.  2  is  the  standard 
calibration  body  for  the  VKF.  This  cone  which  was  designed  and  fabricated 
in  the  VKF  is  nominally  30  in.  long  with  a  6  in.  base  diam  and  a  0.375  in. 
radius  nose.  Sixty-eight  (0.063  in.  I.D.)  pressure  taps  were  installed 
in  this  stainless  steel  model.  The  pressure  taps  are  located  along  four 
longitudinal  rows  spaced  90-deg  apart  with  17  equally  spaced  pressure  taps 
per  row. 

This  calibration  body  was  installed  -on  a  12-deg  prebend  model  sup¬ 
port  system  as  shown  in  Fig.  3.  Variations  in  the  sector  center  of 
rotation  produces  a  systematic  vertical  displacement  in  the  model  axis 
relative  to  the  tunnel  axis. 
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2.3  LASER  SCATTERING  SYSTEM 


To  accomplish  the  objective  of  particulate  size  distribution  and 
concentration  measurements,  an  extensive  optical  diagnostics  system 
was  designed  and  installed  in  Tunnel  B.  The  particular  Mie  scattering 
method  employed  was  developed  by  the  PWT/AT  Branch.  The  Mie  scattering 

instrumentation  included  a  Spectra-Physics®  argon  ion  laser  with  a  beam 
power  of  approximately  two  watts  at  514.5  nm,  five  detector  units,  and 
a  laser  receiver  power  meter  as  shown  in  Fig.  4.  Each  detector  unit 
contained  two  1P28  photomultiplier  tubes  as  detectors  of  the  components 
of  scattered  and  polarized  laser  light,  and  each  unit  was  situated  at 
one  of  five  different  windows  for  viewing  the  light  scattered  from  the 
flow  particles  as  they  encountered  laser  light  in  the  observation  volume. 
The  laser  receiver  power  meter  measured  the  beam  transmission  through 
the  flow.  Data  were  recorded  by  the  VKF  computer.  The  pattern  of 
scattered  light  signal  amplitudes,  polarization  states,  beam  transmission, 
and  detector  unit  viewing  angles  uniquely  determines  the  size  distribu¬ 
tion  and  concentration,  with  the  added  potential  of  particulate  material 
identification.  Size  specification  accuracy  increases  with  the  number 
of  detectors.  All  these  components  were  mounted  on  platforms  supported 
by  the  tunnel's  two  schlieren  vibration-isolation  support  columns,  which 
are  structures  independent  of  the  tunnel  and  located  on  each  side  of  the 
test  section. 

Components  of  the  system  located  on  the  nonoperating  side  of  the 
tunnel  are  shown  in  Fig.  5.  A  steel  platform  previously  used  for  Tunnel 
C  work  was  modified  and  affixed  to  the  vibration- isolation  support.  The 
Spectra-Physics  laser  and  three  Mie  scattering  detector  units  were  each 
mounted  on  one  of  two  levels  of  this  platform.  On  the  tunnel  operating 
side,  two  detector  units  and  the  laser  power  meter  were  mounted  on  an 
existing  table,  and  these  components  are  shown  in  Fig.  6. 

A  view  from  within  the  tunnel  test  section  of  the  optical  components 
located  on  the  operating  and  nonoperating  sides  of  the  tunnel  is  §hown 
in  Figs.  7  and  8,  respectively.  The  detector  unit  mounted  on  top  of 
Tunnel  B  is  shown  in  Fig.  9a. 

Additional  optical  instrumentation  was  installed  for  measurement  of 
the  nitrogen  molecular  number  density.  A  cooled  photomultiplier  tube 
(Fig.  9b)  located  above  the  tunnel  observed  Raman  scattered  radiation 
from  the  same  observation  volume  through  narrow  bandpass  and  blocking 
filters,  and  these  signals  were  recorded  by  hand. 

Finally,  an  optical  system  for  measuring  particulate  velocities  was 
added.  A  Coherent  Radiation  argon  ion  laser  of  approximately  3  watts 
output  of  514.5  nm  was  mounted  alongside  the  Spectra-Physics  laser,  and 
a  complex  optical  system  provided  a  primary  and  a  reference  beam  from 
this  laser,  each  intersecting  at  the  observation  volume.  A  Fabry-Perot 
interferometer,  associated  optics,  and  an  uncooled  photomultiplier  tube 
completed  this  velocity  system;  they  were  mounted  on  the  operating  side 
as  shown  in  Fig.  6d. 


2.4  STANDARD  TEST  INSTRUMENTATION 


The  standard  measuring  and  recording  devices,  and  calibration  methods 
for  all  the  measured  parameters  other  than  those  associated  with  the  laser 
scattering  system  are  listed  in  Table  1.  This  table  also  contains  the 
estimated  measurement  uncertainties.  The  corresponding  information 
associated  with  the  measuring,  recording,  and  calibration  techniques  for 
the  laser  scattering  systems  will  be  documented  by  PWT/AT  in  their  final 
report  for  ARO  Project  P32M-01. 


3.0  TEST  DESCRIPTION 

3.1  TEST  CONDITIONS  AND  PROCEDURES 

3.1.1  General 


A  summary  of  the  nominal  test  conditions  are  given  below. 
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A  test  log  showing  all  configurations  and  variables  covered  in  this 
program  is  presented  in  Table  2. 

Unless  specifically  identified  in  Table  2,  all  data  recorded  with 
the  model  injected  into  the  tunnel  flow  were  obtained  with  the  model 
center  of  rotation  at  7.0  inches  (see  Fig.  3).  When  the  column  labeled 
"Cone  in  Tank"  is  checked,  free  stream  laser  scattering  measurements 
were  recorded.  In  all  other  cases,  the  model  was  injected  into  the 
tunnel  flow  and  either  laser  data  or  cone  surface  pressure  measurements 
were  made  as  indicated  in  the  test  log.  Table  2. 

In  the  VKF  continuous  flow  wind  tunnels  (A,  B,  C) ,  the  model  is 
mounted  on  a  sting  support  mechanism  in  an  installation  tank  directly 
underneath  the  tunnel  test  section.  The  tank  is  separated  from  the 
tunnel  by  a  pair  of  fairing  doors  and  a  safety  door.  When  closed,  the 
fairing  doors,  except  for  a  slot  for  the  pitch  sector,  cover  the  open¬ 
ing  to  the  tank  and  the  safety  door  seals  the  tunnel  from  the  tank  area. 
After  the  model  is  prepared  for  a  data  run,  the  personnel  access  door 
to  the  installation  tank  is  closed,  the  tank  is  vented  to  the  tunnel 
flow,  the  safety  and  fairing  doors  are  opened,  the  model  is  injected 
into  the  airstream,  and  the  fairing  doors  are  closed.  After  the  data 
are  obtained,  the  model  is  retracted  into  the  tank  and  the  sequence  is 
reversed  with  the  tank  being  vented  to  atmosphere  to  allow  access  to  the 
model  in  preparation  for  the  next  run.  The  sequence  is  repeated  for  each 
configuration  change. 


The  free  stream  Mach  number  was  confirmed  on  the  basis  of  the  pres¬ 
sure  distribution  on  the  VKF  standard  calibration  body,  a  blunt  5-deg 
cone.  These  plotted  pressure  distributions  are  given  in  Fig.  10  and 
include  the  theoretical 'results  used  in  confirming  the  free  stream  Mach 
number.  The  theoretical  results  are  based  on  the  HVSL  (three-dimensional 
hypersonic  viscous  shock  layer)  code  based  on  the  work  of  Lubard  and 
Helliwell  (see  Refs.  2  and  3).  This  version  of  the  HVSL  provides  an  esti¬ 
mate  of  the  induced  pressure  distribution  produced  on  an  unyawed  blunt 
nose  cone  with  laminar  flow  in  a  hypersonic  stream. 

3.1.2  Test  Procedure 

Basically  the  first  shift  as  indicated  in  Table  2  was  devoted  to 
defining  the  character  of  the  flow  when  the  tunnel  dew  point  (humidity) 
was  high  (the  order  of  0  to  +30°F) .  Cone  surface  pressure  data  were 
taken  at  each  new  test  condition.  The  laser  scattering  data  were 
obtained  with  the  model  in  the  tank  to  provide  free  stream  results,  and 
then  the  model  was  injected  into  the  tunnel  flow  to  obtain  similar  results 
in  the  local  flow  field  over  the  model  down stream  of  the  model  bow  wave. 

The  final  shift  was  devoted  to  obtaining  similar  data  with  the 
tunnel  running  in  a  very  dry  condition.  In  addition  to  obtaining  laser 
scattering  data  with  and  without  the  model  injected  into  tunnel  flow,  a 
set  of  results  was  obtained  as  the  model  was  moved  relative  to  the  laser- 
optics  observation  volume  (Runs  27  to  30  in  Table  2) .  This  sequence  of 
tests  was  run  in  an  attempt  to  see  if  laser  scattering  measurements  could 
be  used  to  detect  the  variations  in  the  local  static  density  in  the  flow 
field  of  the  blunt  cone. 

Preceding  and  following  each  tunnel  shift,  a  set  of  air-off  laser 
scattering  data  was  recorded  to  provide  additional  calibration  results 
for  the  optical  system. 

3.1.3  Data  Acquisition 

The  model  surface  pressure  data  were  obtained  by  means  of  an  pres¬ 
sure  equilibrium  technique  described  in  Ref.  4.  This  required  that  each 
pressure  readout  be  scanned  40  times  In  one  second  intervals.  Based  on 
the  geometry  of  the  pressure  tubing  from  the  model  to  the  transducer, 
the  nominal  temperature  of  the  air  in  the  tubing,  and  the  pressure-time 
history,  the  equilibrium  pressure  at  the  model  surface  could  be  defined. 

The  laser  scattering  results  consisted  of  the  millivolt  output  from 
the  10  photomultiplier  detectors,  the  LILM,  the  LRPM,  and  the  nitrogen 
concentration  output  TOUT.  Except  for  TOUT,  the  outputs  were  scanned 
300  times  at  equal  time  intervals  of  0.03  seconds.  All  other  measurements 
were  scanned  once  for  each  data  run. 

3.2  DATA  REDUCTION 

Except  for  the  laser  scattering  evaluations,  all  other  data  reduction 
procedures  were  standard.  The  output  from  the  laser  scattering  system 
was  converted  to  millivolts  using  the  proper  amplifier  gains  and  scale 
factors,  namely 

Millivolts  ■  (0. 61035/Gain)Reading 


The  sampled  signal  consisting  of  300  points  was  summed  and  tabulated  along 
with  the  average  value.  A  tare  value,  obtained  by  blocking  the  laser  beam, 
was  obtained  prior  to  each  data  point.  The  tare  value  also  consisted  of 
300  sampled  points  which  were  summed  and  averaged.  The  tabulated  results 
consist  of  the  tare  value,  the  data  point,  and  the  difference  between  and 
tare  and  data  point. 

3.3  MEASUREMENT  UNCERTAINTY 

In  general,  instrumentation  calibrations  and  data  uncertainty  esti¬ 
mates  were  made  using  methods  recognized  by  the  National  Bureau  of 
Standards  (NBS)  and  described  in  Ref.  5.  Measurement  uncertainty  is  a 
combination  of  bias  and  standard  deviation  defined  as: 

U  ■  ±(B  +  t95  S) 

where  B  is  the  bias  limit,  S  is  the  sample  standard  deviation,  and  t^,.  is 

the  95th  percentile  point  for  the  two-tailed  Student's  "t"  distribution 
which  for  degrees  of  freedom  greater  than  30  is  2. 

Estimates  of  the  data  uncertainties  for  the  standard  tunnel  measure¬ 
ments  are  presented  in  Table  1.  The  uncertainty  estimates  for  the  laser 
scattering  outputs  will  be  included  in  the  final  analysis  of  the  results 
by  PWT/AT.  ’  - 

The  bias  and  standard  deviations  of  the  measured  data  were  propa¬ 
gated  through  the  standard  data  reduction  in  accordance  with  Ref.  5. 

The  results  are  included  in  Table  1. 


4.0  DATA  PACKAGE  PRESENTATION 


The  data  package  consists  of  two  data  formats,  namely,  the  blunt 
5-deg  cone  surface  pressure  results  and  the  tabulated  laser  scattering 
millivolt  outputs.  Examples  of  the  two  data  formats  are  given  in 
Appendix  III. 
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